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Deep Brain Stimulation (DBS)
Brain Pacemakers

FDA approved indications for
Parkinson’s disease
Tremor
Dystonia

>25,000 implants to date
Reimbursed by Medicare and insurance in all states




Implantation of Deep Brain Probe
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Preliminary Results: OCT of Rat Brain In vitro
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OCDR Brain Probe Design
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